AD-781  672 


USING  THE  METHOD  OF  LIGHT  SCATTERING 
IN  STUDYING  BIOLOGICAL  AEROSOL 

S .  b .  F  sdyaev,  et  a  I 

oreign  Technology  Division 
right-Patterson  Air  Force  Base,  Ohio 

24  June  1974 


DISTRIBUTED  BY: 


ISIffilS 


National  Technical  Information  Service 
U.  S.  DEPARTMENT  OF  COMMERCE 

5285  Port  Royal  Road,  Springfield  Va.  22151 


DQCUMCNT  CONTROL  DATA  .RID 

«£  **«»'»«»  m<  n»l  »  WWW  Htw  «w  mrtall  MM  j.  cla.a«fta«> 

'  pM...N.T.N.  »ct,„tuw^  - nr .«cu;':T7VL>..,r,c»7^r~ 

Foreign  Technology  Division  UNCLASSIFIED 

Air  Force  Systems  Command  »».  5555B  """  . . 

U»  S.  Air  Force 

UsiNGT'¥^E  METHOD  OF  LIGHT  SCATTERING  IN  STUDYING  BIOLOGICAL  AEROSOL 


oi.cmimtivi  NOT  IS  (Typ»  o/rapariaal  Imelutln  Muaaj 

*  translation 


|  *  AU  7Monit»  (Fl"t  AIM, 

|  S.  F.  Fedyayev  and  V.  A.  Belyakov 


•  *tPO*T  OATt 

1970 


•«.  C  ON  T  A  AC  ▼  OX 


y*.  rov  At.  mo.  or  xaici  it.  mo.  or  «cn 

?  2 


U.  DRISINtTOn  M»0*T  NUMUSIII 


fc.  .IIOJIC  T  MO. 


FTD-HT-23-1648-74 


*k.  OTMIk  MkOkf  noiii  (Amr  •*«  ni»>in  Mai  air  M 
Mi  rmpmn ) 


0.  T74-04-01 


«0  DliratluTlC 


Approved  for  public  release;  distribution  unlimited. 


I|.  UlTNtCT 


ta.  IXOMiOK'Mt  MIUTAKV  ACTIVITY 


Foreign  Technology  Division 
Wright-Patterson  AFB,  Ohio 


NAT. ON  A!  TECHNICAL 
INFORMATION  SERVICE 

ij  c  ''  r--T.-'rrf 


‘..1473 


UNCLASSIFIED 


prunfv  CliMificatinn 


FI0-H1- 


EDiTED  TRANSLATH)! 


FTD-HT-23-1648-74 


24  June  1974 


USING  THE  METHOD  OF  LIGHT  SCATTERING  IN 
STUDYING  BIOLOGICAL  AEROSOL 

By:  S.  F.  Fedyayev  and  V.  A.  Belyakov 

English  pages:  5 

Source:  Laboratornoye  Delo,  Nr.  11 f 
November  1971,  pp„  699-701 

Country  of  Origin:  USSR 
Translated  by:  Dean  F.  W.  Koolbock 
Requester:  FTD/PDTR 

Approved  for  public  release; 
distribution  unlimited. 


THIS  TRANSLATION  IS  A  RENDITION  OF  THE  ORICI- 

NAL  FOREIGN  TEXT  WITHOUT  ANY  ANALYTICAL  OR 
EDITORIAL  COMMENT.  STATEMENTS  OR  THEORIES 

PREPARES  9Y: 

ADVOCAYEDOR  IMPLIED  ARE  THOSE  OF  THE  SOURCE 

AND  DO  NOT  NECESSARILY  REFLECT  THE  POSITION 

TRANSLATION  DIVISION 

OR  OPINION  OF  THE  FOREIGN  TECHNOLOGY  Dl- 

FOREIGN  TECHNOLOGY  DIVISION 

VISION. 

WP-APB,  OHIO. 

FTD-HT- 


23-1648-74 


Date  24  Jun  19  74 


1 


M 

$' 

% 


U.  S.  BOARD  ON  GEOGRAPHIC  NAMES  TRANSLITERATION  SYSTEM 


Block 

Italic 

Transliteration 

A 

a 

A 

a 

A,  a 

B 

6 

B 

6 

B,  b 

B 

a 

B 

$ 

V,  v 

r 

r 

r 

* 

0.  6 

fl 

a 

n 

9 

D,  d 

E 

• 

E 

* 

Ye,  ye;  E,  e* 

« 

M 

JK 

a k 

Zh,  zh 

3 

S 

3 

f 

Z,  z 

H 

N 

H 

V 

I,  i 

A 

R 

d 

Y,  y 

K 

K 

K 

K 

K,  k 

Jl 

Jl 

n 

4 

L,  1 

M 

H 

M 

M 

M,  m 

H 

N 

H 

M 

N,  n 

0 

O 

0 

0 

0,  o 

n 

n 

n 

a 

P»  P 

Block 

Italic 

Transliteration 

P 

P 

/* 

p 

R,  r 

C 

c 

C 

e 

S,  s 

T 

T 

T 

m 

T,  t 

y 

y 

y 

y 

U,  u 

<t> 

♦ 

* 

* 

F,  f 

X 

X 

X 

X 

Kh,  kh 

u 

Q 

ii 

H 

Ts,  ts 

M 

K 

V 

V 

Ch,  ch 

Ul 

m 

in 

m 

Sh,  sh 

m 

tb 

m 

Shch,  shch 

t» 

% 

2> 

* 

ft 

bi 

u 

b/ 

u 

Y,  y 

b 

b 

b 

a 

1 

3 

» 

3 

$ 

E,  e 

10 

B 

K> 

» 

Yu,  yu 

* 

a 

a 

a 

Ya,  ya 

*  ye  initially,  after  vowels,  and  after  t>,  b;  _e  elsewhere. 
wEen  written  as  8  in  Russian,  transliterate  as  y8  or  8. 
The  use  of  diacritical  marks  is  preferred,  but  such  marks 
may  be  omitted  when  expediency  dictates. 


til 


FTD-HT- 2  3-1648-7^ 


USING  THE  METHOD  OF  LIGHT  SCATTERING 
IN  STUDYING  BIOLOGICAL  AEROSOL 


S.  F.  Fedyayev,  V.  A.  Belyakov 
Moscow  Scientific  Research  Institute 
of  Vaccines  and  Serums  im, 

Mechnikova 

Contemporary  artificial  biological  aerosols  used  for 
immunization  of  humans  and  animals  are  distinguished  by  a  broad 
range  of concentration  of  particles  per  unit  volume  and  also  by 
their  polydispersed  nature  (from  a  fraction  of  a  micron  to  tens  of 
microns).  Under  these  conditions  instruments  developed  earlier 
for  studying  aerosol  parameters  and  operating  on  the  light- 
scat  cering.  principle  turn  out  to  be  unsuitable. 

Our  basic  task  consisted  in  creating  a  method  and  an  Instrument 
which  would  insure  sufficient  accuracy  in  determining  particulate 
and  weight  concentrations  and  also  the  spectrum  of  fractionation 
of  vaccines  administered  as  aerosols  by  means  of  atomizers. 

It  was  necessary  to  create  an  instrument  ’with  high  resolution  - 
i.e.,  one  which  would  insure  1)  recording  of  particles  ranging 
from  0.5  to  40  urn  in  size,  2)  the  possibility  of  measuring  aerosol 
concentration  to  500,000  particles  per  liter,  and  3)  simultaneous 
recording  of  the  entire  spectrum  of  particles. 
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Of  the  [available]  photoelectronic  instruments  for  recording 
particles  in  air  we  found  it  possible  to  use  the  electron-optical 
system  of  the  AZ-4  instrument  and  to  use  it  as  the  basis  for  the 
sensor  of  the  installation  being  developed.  The  optical  schematic 
of  the  sensor  of  the  photoelectronic  aerosol  dispersiometer  AD-1 
is  shown  on  figure  1. 


Figure  1.  Optical  schematic  of 
the  sensor.  1  -  illuminator;  2  - 
illuminator  objectives;  3  - 
illuminator  diaphragm;  *J  -  feed 
line;  5  -  PEM  objective;  6  -  PEM 
diaphragm;  7  -  PEM. 


A  beam  of  light  from  illuminator  (1)  is  shaped  into  a 
cylindrical  beam  with  a  diameter  of  1  mm  by  means  cf  diaphragm  (3) 
and  objectives  (2).  A  flow  of  aerosol  1  mm  in  diameter  is  directed 
through  sleeve  k ,  perpendicularly  to  the  beam  of  light  which  is 
formed.  The  intersection  of  the  light  beam  from  the  illuminator 
and  the  flow  of  aerosol  forms  the  counting  volume  of  the  optical 
system  of  the  sensor.  The  visual  axis  of  the  photoelectronic 
multiplier  (PEM)  is  formed  perpendicular  to  the  plane  of  the  beam 
of  the  illuminator  and  the  flow  of  aerosol,  intersecting  the  counting 
volume . 

When  particles  in  air  enter  the  counting  volume  of  the  sensor 
they  scatter  the  light  from  the  illuminator,  which  is  collected  by 
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the  PEM.  As  a  result  of  this  electrical  Impulses  proportional 
to  the  square  of  the  radius  of  the  particles  appear  on  the  PEM 
output.  After  appropriate  amplification  the  electrical  pulses 
proceed  from  the  sensor  over  a  5-meter  cable  to  an  amplitude 
selector  in  the  analysis-counting  unit.  After  distribution  by 
fractions  the  pulses  are  counted  and  proceed  to  the  indicator 
device  -  an  electromechanical  counter  of  the  MES-54  type. 

The  AD-1  installation  permits  simultaneous  recording  of  pulses 
in  a  broad  range  of  particle  sizes  -  diameter  from  0.5  to  4  urn 
and  from  3  to  40  pm.  This  is  achieved  because  the  installation 
contains  two  subranges  with  an  automatic  change  in  the  gain  factor 
of  the  pulse  amplifier  and  automatic  tuning  of  the  amplitude 
selectors.  The  installation  has  five  channels  with  different 
counting  coefficients:  128,  64,  32,  16,  and  8,  respectively.  The 
aerosol  is  passed  through  the  sensor  at  a  rate  of  0.2  1/ min.  All 
of  this  makes  it  possible  to  monitor  adequately  concentrated 
artificial  polydispersed  biological  aerosols  (200,000-400,000 
particles  per  liter). 

The  maximum  particle  counting  concentration  A  is  determined 
by  the  illuminated  volume  of  aerosol  flow  in  the  sensor.  On  the 
basis  of  the  Poisson  distribution  two  and  and  more  particles  will 
enter  the  illuminated  volume  of  the  aerosol  with  a  probability  of 
no  more  than  5%  if  the  average  number  in  the  volume  does  not 
exceed  0.4  particles.  Taking  the  diameter  of  the  aerosol  Jet  as 
d=0.1  cm  and  the  width,  of  the  light  beam  which  the  particles  ' 
intersect  as  h=0.1  cm,  we  find 

500  Particles/cm^  . 


The  instrument  is  calibrated  against  a  relative  monodispersed 
preparation  -  Lycopodium,  80%  of  whose  spores  have  a  diameter 
of  28  urn,  which  permits  evaluating  the  magnitude  of  aerosol 
particles  with  sufficient  accuracy. 
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The  calibration  procedure  is  as  follows.  An  electron-optical 
sensor  is  installed  with  the  collector  pipe  downward.  A  pump  is 
connected  on  the  opposite  side  and  air  is  pumped  through  the 
illuminated  volume  of  the  sensor  at  a  rate  of  0.2  1/ min.  Gently 
shaking  out  a  small  quantity  of  Lycopodium  in  front  of  the 
collector  fitting  creates  an  aerosol  cloud  which  is  picked  up  by 
the  air  flow  so  that  the  Lycopodim  particles  enter  the  counting 
volume  of  the  sensor,  where  the  light  which  they  scatter  is  con¬ 
verted  into  electrical  impulses  recorded  on  an  oscillograph.  By 
determining  the  amplitude  cf  the  electrical  pulse  corresponding  to 
a  particle  with  average  size  of  28  pm  and  by  considering  the 
relationship  of  the  pulse  amplitude  to  be  proportional  to  the 
square  of  the  particle  radius  [1],  it  is  possible  to  construct 
graph  for  tuning  the  amplitude  selectors  of  the  instrument  (figure 
2).  After  this,  using  a  pulse  generator,  the  triggering  threshold 
of  the  selectors  of  all  five  channels  are  tuned  on  two  subranges. 


t 


Figure  2.  Graph  for  tuning  the 
triggering  thresholds  of  the 
instrument  amplitude  selectors. 
Abscissa  -  square  of  particle 
radius  (in  ym) ;  ordinate  - 
pulse  amplitude  (in  V). 


In  order  to  compare  the  accuracy  of  calibration  described 
above  a  more  laborious  calibration  was  carried  out  on  a  sedimentom- 
eter  with  an  oil  fog  obtained  by  bubbling.  No  significant  deviations 
were  detected. 

Experimental  tests  were  carried  out  with  chambers  of  different 
volumes:  0.7,  5.6,  and  112  m3.  Several  dry  aerosol  vaccines 

from  the  Moscow  Scientific  Research  Institute  of  Vaccines  and  Serums 
im.  I.  I.  Mechnikova  were  used  In  the  experiments.  Vaccines  were 

U 
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atomized  with  a  PAV-65  instrument.  Pumping  of  air  through  the 
counting  volume  of  the  sensor  was  established  at  a  rate  of  0.2  1/ min 
and  was  measured  with  a  glass  flow  meter  with  a  calibrated  scale 
up  to  1  1/ min  from  a  type  822  aspirator.  Sampling  sessions  in  the 
experiments  were  15  minutes  long.  The  collecting  fitter  of  the 
sensor  wi's  located  horizontally.  The  weight  concentration  was 
monitored  in  parallel  by  two  methods:  protein  content  (Lowry 
method)  and  by  the  fluorescence  of  the  test  solution  of  vaccines 
(electronic  fluorometer  EF-3M).  These  samples  were  taken  with  an 
impinger. 

Spectra  of  the  counting  and  weight  distributions  of  dry  aerosol 
vaccines  were  obtained  on  the  basis  of  numerous  experiments. 

Fractionation  of  dry  vaccines  by  the  PAV-65  instrument  was 
subject  to  an  exponential  law,  while  the  maximum  weight  concentration 
was  found  to  be  of  particles  19  urn  in  diameter.  This  'creates 
favorable  conditions  for  vaccination  -  low  reactogeniclty  with 
gcom  immunogenic  effect . 

Thus,  in  our  view,  the  photoelectronic  method  for  studying 
particles  of  polydispersed  biological  aerosol  vaccines  in  a  flow 
of  air  is  the  only  sufficiently  reliable  method  for  studying  the 
spectrum  of  aerosol  particle  sizes,  permitting  analysis  of  the 
number  and  size  of  particles  per  unit  volume, and  also  observation 
of  the  kinetics  of  the  changes  in  particle  concentration  in  the 
course  of  the  experiment  [2]. 
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